Various kinds of organophosphorus insecticides were investigated to establish the analytical method of those insecticides by use of gas chromatograph with a flame photometric detector (FPD).
The separation of 22 kinds of organophosphorus insecticides on gas chromatogram is not complete under the condition examined in this study.
It was found that FPD detector has good sensitivity for these insecticides and detection limits of them were between 0.15ng and 5ng on column of 2% QF-1.
Furthermore, FPD gas chromatography was examined to analyze the residues of 7 kinds of organophosphorus insecticides in agricultural products, and it was shown that the recoveries of these insecticides added to sample homogenates were between 76% and 110% in this method. (Received May 28, 1973) 
